Infectious mononucleosis test performance on CAP survey specimens.
The participant performances on 1977 and 1978 infectious mononucleosis survey specimens are tabulated. The various methods utilized gave similar results on negative specimens. Commercial reagent kits incorporating differential absorption performed somewhat better on positive specimens than kits without differential absorption. Many of the commercial reagent kits performed very poorly on the false postitive specimen.